COBE Spectra Apheresis System: designs, protocols and results.
The COBE Spectra System will perform all types of apheresis procedures. One of its main procedures is to collect single donor platelets. Because of the unique abilities of this device, the procedures are individualized by the control of several algorithms. Prior to the beginning of the run, a platelet yield is predicted using the entered platelet count. Based upon this information, changes can be made in the operating parameters to optimize the collection. Leuko-poor thrombozytes are produced which can be stored for 5 days. The collect concentration monitor, an on-line device, provides information on the use of thrombocyte concentration and yield, without the use of probes. The future of this system will ensure increased platelet yields with new channel designs or protocol modifications.